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Abstract: We report on the phase-locking of two diode lasers based 
on self-seeded tapered amplifiers. In these lasers, a reduction of linewidth 
is achieved using narrow-band high-transmission interference filters for 
frequency selection. The lasers combine a compact design with a Lorentzian 
linewidth below 200 kHz at an output power of 300 mW for a wavelength of 
780 nm. We characterize the phase noise of the phase-locked laser system 
and study its potential for coherent beam-splitting in atom interferometers. 

© 2010 Optical Society of America 

OCIS codes: (020.1335) Atom optics, (020.1670) Coherent optical effects, (140.2020) Diode 
lasers, (140.3280) Laser amplifiers, (140.3425) Laser stabilization. 



References and links 

1. G. Santarelli, A. Clairon, S. N. Lea, G. M. Tino, "Heterodyne optical phase-locking of extended-cavity semicon- 
ductor lasers at 9 GHz," Opt. Commun. 104, 339 (1994). 

2. P. R. Berman, "Atom Interferoinetry," (Academic press, San Diego, 1997). 

3. G. Lamporesi, A. Bertoldi, L. Cacciapuoti, M. Prevedelli, G. M. Tino, "Determination of the Newtonian Gravi- 
tational Constant Using Atom Interferometry," Phys. Rev. Lett. 100, 50801, (2008). 

4. J. Le Gouet, T.E. Mehlstaubler, J. Kim, S. Merlet, A. Clairon, A. Landragin, F. Pereira dos Santos, "Limits to the 
sensitivity of a low noise compact atomic gravimeter," Appl. Phys. B 92,133-144 (2008). 

5. S. Dimopoulos, P. W. Graham, J. M. Hogan, M. A. Kasevich, "Testing General Relativity with Atom Interferom- 
etry," Phys. Rev. Lett. 98 1 1 1 102 (2007). 

6. In the frame work of the European program FINAQS several transportable atom sensors are studied or under 
construction. For more information, please visit: |http://www.finaqs.uni-hannover.de| 

7. J. Le Gouet, J. Kim, C. Bourassin-Bouchet, M. Lours, A. Landragin, F. Pereira Dos Santos. "Wide bandwidth 
phase-locked diode laser with an intra-cavity electro-optic modulator," Opt. Commun. 282, 977, (2009). 

8. H. Miiller, S.-W. Chiow, Q. Long, S. Herrmann, S. Chu, "Atom Interferometry with up to 24-Photon-Momentum- 
TransferBeam Splitters," Phys. Rev. Lett. 100. 180405 (2008). 

9. K. Takase, J. K. Stockton. M. A. Kasevich, "High-power pulsed-current-mode operation of an overdriven tapered 
amplifier," Opt. Lett. 32, 17, 2617 (2007). 

10. W. Ertmer, et al., Expeiimental Astronomy 23 (2) 611649 (2009), DOl 10.1007/sl0686-008-9125-6. 

11. A. Vogel, et al., "BoseEinstein condensates in microgravity," Appl. Phys. B 84, 663-671 (2006). 

12. A. C. Wilson, J. C. Sharpe, C. R. McKenzie, P. J. Manson, D. M. Warrington, "Narrow-Linewidth Master- 
Oscillator Power Amplifier Based on a Semiconductor Tapered Amplifier," Appl. Opt. 37, 4871 (1998). 

13. M. Gilowski, C. Schubert, M. Zaiser, W. HeiT, T. Wubbena, T. Wendrich, T. Muller, E. Rasel, W. Ertmer, "Nar- 
row bandwidth interference filter-stabilized diode laser systems for the manipulation of neutral atoms," Opt. 
Commun. 280, 443, (2007). 

14. The used tapered amplifier chip is EYP-TPR-0780-01000-3006-CMT03-0000 by eagleyard Photonics GmbH. 

15. X. Baillard, A. Gauguet, S. Bize, P. Lemonde, Ph. Laurent. A. Clairon, P. Rosenbusch, "Interference-filter- 
stabilized external-cavity diode lasers," Opt. Commun. 266, 609 (2006). 



16. C. Fiebig. D. Feise, B. Eppich, K. Paschke, and G. Erbert, "Tapered Diode Laser with Reverse Bias Absorber 
Section," IEEE Phot. Technol. Lett., 21, 23 (2009) 

17. T. Miiller, M. Gilowski, M. Zaiser, P. Berg, Ch. Schubert, T. Wendrich, W. Ertmer, E. M. Rasel, "A compact dual 
atom interferometer gyroscope based on laser-cooled rubidium," Eur. Phys. J. D, 53, 273281 (2009). 

18. Ch. J. Borde, "ATOMIC INTERFEROMETRY WITH INTERNAL STATE LABELLING," Phys. Lett. A 140, 
1.2, 10-12(1989). 

19. P. Cheinet, B. Canuel, F. Pereira dos Santos, A. Gauguet, F. Yver-Leduc, A. Landragin, "Measurement of the 
Sensitivity Function in a Time-Domain Atomic Interferometer," IEEE Trans. Instram. Meas. 57, 1141 (2008). 

20. K. Doringshoff, I. Emsting, R.-H. Rinkleff, S. Schiller, A. Wicht, "Low-noise, tunable diode laser for ultra-high- 
resolution spectroscopy," Opt. Commun. 32, 19, 2876-2878, (2007). 

21. T. Leveque, A. Gauguet., F. Michaud, F. Pereira Dos Santos, and A. Landragin, "Enhancing the Area of a Raman 
Atom Interferometer Using a Versatile Double-Diffraction Technique," Phys. Rev. Lett. 103 080405 (2009) 

22. T. Q. Tien, M. Maiwald, B. Sumpf, G. Erbert, and G. Trnkle, "Microextemal cavity tapered lasers at 670 nm with 
5 W peak power and nearly diffraction-limited beam quality," Opt. Lett. 33, 2692-2694 (2008) 



1. Introduction 

Phase-locked diode laser systems have become an important instrument for coherent beam- 
splitting in Raman type atom interferometers IT], ||2l. Providing high precision, these atom 
interferometers are, for example, used to measure the gravity constant [31, Earth's gravity ID, 
or to test the equivalence principle [5 j. The high precision sensing of rotation and acceleration 
with stationary or transportable atom interferometers is a growing field of actual research ||6l. 
These applications, being the motivation for the work presented in this article, impose stringent 
requirements on the properties of the laser systems. They have to provide, on the one hand, a 
low phase noise. Recent efforts in this direction have been made, for instance, by the imple- 
mentation of an intra-cavity electro-optical modulator increasing the servo bandwidth of the 
phase-locked loop [7 1 . On the other hand, the output power of the lasers should be high enough 
in order to enable short interaction times between the light fields and the atoms during the beam 
splitting process. Thus, a larger number of atoms can be addressed in a velocity selective Raman 
transition and higher pulse efficiencies can be reached. In this way, the signal-to-noise ratio and 
the contrast can be augmented, leading to a better sensitivity of the atom interferometer. More- 
over, lasers with high output powers enable multi-photon transitions, which, in principle, allow 
to further improve the sensitivity of atom interferometers |8J- These optical powers have been 
realized by, for example, operating tapered amplifiers in a constant seed power mode but with 
a pulsed current supply |9l- Finally, atom interferometers proposed for space missions ifTOl or 
drop-tower experiments |1 IJ, as well as transportable sensors |6l, require compact laser setups. 
These applications challenge todays phase-locked laser systems such as master oscillator power 
amplifier (MOPA) systems using diode lasers lfT2l or Titanium Sapphire lasers [8]. 

In the this article, we present and characterize a phase-locked laser system based on self- 
seeded tapered amplifiers using narrow-band high-transmission interference filters for fre- 
quency selection. Our technique is very much in line with the recent progress in the devel- 
opment of novel phase-locked diode laser systems, since the realized system comprises high 
output power and compactness. We studied the phase noise of the laser system and tested its 
potential for the beam splitting process in atom interferometry. 

2. Laser and phase-locked loop setup 

Before describing the setup of the optical phase-locked loop, we briefly introduce the design of 
the used tapered lasers as well as their characteristics, since a detailed description is presented 
inini- 

As shown in Fig. [T] we utilize two lasers, a master laser (ML) and a slave laser (SL), each 
comprising a tapered amplifier laser diode (TA) lfT4l . which emits light in two opposite direc- 
tions. The rear facet of the tapered amplifier is AR coated, whereas the front facet has a low 
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Fig. 1. Phase-locked loop setup. The beat note of the two lasers is detected by a photo- 
diode and a control signal is generated by the subsequent elements, which is fed back to 
the slave laser via three control loops. LP and LF stand for low-pass-filter and loop-filter, 
respectively. The other acronyms can be found in the text. 



reflectivity. The latter one forms, together with a HR coated mirror (M), the cavity with a length 
of 41 mm. The mirror is mounted on a piezoelectric transducer (PZT) for controlling the cavity 
length. 

With the aid of the intra-cavity lens Li, light coming from the rear facet of the TA is focused 
onto the mirror, backreflected into the diode and thus realizing the self-seeding of the TA. 
We expected, that the optical feedback will be influenced by the numerical aperture of this 
lens. Therefore, we tested different values and by using aspheric lenses of / = 4.5 mm and 
NA = 0.55 in the case of the ML and of / = 3. 1 mm and NA = 0.68 for the SL. The resulting 
output power is presented below. The frequency selection is performed by a narrow-bandwidth, 
high-transmission interference filter (IF) lfT5l[T3]| located between the mirror and lens Li. This 
filter is adjustable in its angle with respect to the propagation axis of the beam. The output 
beam is collimated by a compact lens design consisting of an aspheric lens L2 with f = 2 mm, 
NA = 0.50 and a cylindrical lens L3 with a focal length of / = 15 mm [9J. With this compact 
colUmation setup we obtain injection efficiencies into a single-mode optical fiber of up to 60%. 

We obtain an output power of Pj^if = 763 mW and = 1084 mW before passing an optical 
isolator at a supply current of 1.9 A and 2.0 A, respectively, while the threshold currents are 
^th^ = 970 mA and I^j^ = 930 mA. This confirms the dependence of the optical output power 
on the numerical aperture of the intra-cavity lens. A higher numerical aperture provides more 
optical feedback, and this way results in a higher optical output power and lower threshold 
current. 

For powers above 500 mW, we observe spatial multi-mode operation. We attribute this ef- 
fect to light field propagations in the TA chip extending out of the waveguide structure as is 
described in IIT6I . Here, the instabilities of the spatial mode have been suppressed by adding 
reverse bias absorber sections adjacent to the ridge waveguide of the TA chip. Replacing the 
TA chip used in our lasers by one featuring reverse bias absorber sections can suppress the 
multi-mode operation for high output powers. 

To avoid multi-mode operation, the linewidths of the two lasers are measured at powers of 



less than 300 mW, where a single-mode operation is assured. To determine these linewidths, we 
measure the beat note between each of the lasers and a narrow linewidth external cavity diode 
laser (ECDL) which is stabilized in frequency onto an atomic transition during the beat note 
measurements. From a set of 20 shots, measured with a sampling time of 28 ms and a resolution 
bandwidth of 30 kHz, we find a broadened linewidth of the ML of 494 kHz and 457 kHz for 
the SL, as well as a Lorentzian linewidth of 195 kHz and 190 kHz. 

For the realization of an optical phase-locked loop, the lasers are operated at an output power 
of = 223 mW and Pf,^! = 289 mW, respectively. We implemented the scheme shown in 
Fig. [U In this, the ML is stabilized in its frequency to the above mentioned ECDL which is the 
reference laser in our experiment. The light of the ML and SL is superimposed by a beam split- 
ter (BS). The first output port leads to an acousto-optical modulator (AOM) and, subsequently, 
to a single-mode fiber guiding the light to the atom interferometer On the second port, the 
beat note signal at Oo = 27r x 6.83 GHz, the frequency of the ground state Hyperfine transition 
in ^^Rb, is detected by a photodiode (PD). This signal is downconverted in two steps. First, a 
signal of 167.5 MHz is produced by mixing the beat note signal with the 7 GHz output of an 
ultra-stable microwave reference analogous to |fT9ll . The obtained signal is then downconverted 
to a DC signal by mixing it with a sinusoidal of the same frequency, which is provided by a 
frequency doubled 83.75 MHz signal of a direct digital synthesizer (DDS). Together with a 
low pass filter, the mixer used for this second downconversion forms an analog phase detector 
generating the phase error signal. 

The control signal, generated out of the error signal by a first amplification stage, is fed back 
to the SL via three paths. A feed back loop for high frequencies (1) is realized by directly mod- 
ulating the diode current using a special Bias-T (MC), which is able to handle DC currents up 
to 3 A as required for operating the tapered amplifier. For the medium (2) and low frequency 
regime (3), the control signal is firstly integrated by a second PI controller (PI) and then con- 
trolling the current set point of the laser diode current driver (LDCD) and the PZT voltage. In 
this way, we realize a stabilization of the phase difference of the two lasers onto a very stable, 
low noise microwave reference. 

3. Characterization of phase noise and its impact on the atom interferometer 

We analyze the phase noise of the laser system via two methods (see Fig.[lJ. First, we record the 
beat note at 6.83 GHz with a spectrum analyzer (SA) after the first amplification stage. Second, 
the in-loop power spectral density S,p of the phase noise is directly measured by recording 
the error signal of the analog phase detector. The frequency range up to 100 kHz is measured 
with a spectrum analyzer providing a fast Fourier transformation routine (FFT), while higher 
frequency contributions to the phase density are recorded with a usual spectrum analyzer (SA) 
device. 

Closing all feedback loops, we obtain the beat note shown in Fig. |2] The PLL bandwidth 
is 3 MHz and the noise background is suppressed by about 35 dB relative to the carrier. The 
phase noise spectral density, measured after the analog phase detector, is displayed in Fig. [3j 
In the frequency range from 2 Hz to 2 kHz, the power spectral density has a plateau at about 
6.5 X 10^^ rad^/Hz. Above, the power spectral density increases at 2 kHz, 40 kHz and 3 MHz. 
These maxima originate from the limited servo bandwidth of the PZT, the slow and the fast 
current feed back paths, respectively. By integrating Sq, from 2 Hz up to 10 MHz and taking the 
square root of the result we find a phase noise of C7,p = 907 mrad. 

With respect to our application, we study the phase noise contribution of the laser system 
employed for coherent beam splitting in our Raman type atom interferometer. The latter is de- 
scribed in detail in |[T7|. In this, laser-cooled Rubidium 87 atoms are coherently split, reflected 
and recombined in a 7r/2-7r-7r/2-configuration [18:1 by the use of a 2-photon Raman transition 
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Fig. 2. Beat note of the two phase-locked lasers measured at a frequency of 6.83 GHz. 
The graph shows an average over 100 measurements with a sweep time of 317.3 ms and a 
resolution bandwidth of 10 kHz. 



between the two Hyperfine states of the electronic ground state (see the inset of Fig.|4li. 

The phase noise of the laser system enters into the signal of the atom interferometer via the 
beam splitting process. In order to determine the phase noise contribution of the laser system, 
the power spectral density of the phase-locked loop's phase noise has to be weighted with the 
weighting function derived from the sensitivity function of the atom interferometer Similar to 
the description of fountain clocks, the sensitivity function considers the pulsed mode operation 
of the atom interferometer. Since this formalism is extensively described in |fT9l . we briefly 
present it here. 
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Fig. 3. In-loop power spectral density of the phase noise in the phase-locked loop. The data 
points were taken in several steps according to the frequency range with an average of 20 
measurements. 



To obtain the impact of the laser phase noise onto the total phase noise of the interferometer, 
the spectral phase density Sq, has to be weighted. Thus, the total phase noise per interferometer 
shot can be derived from 

4= ri^(/)i%(/)d/, (1) 

Jo 

where the weighting function 

^ ^ ^ sin [Ttf {T + T)] {Infcos [nf {T + t)] + sin [TtfT] ^r} 

is given by the Fourier transform of the function h{t) and works as a low pass filter for the 
spectral phase noise density. In Eq. Q.r is the Rabi frequency, T is the TT-pulse length and T is 
the time between to pulses. The function h{t) describes the sensitivity of the interferometer for 
small phase jumps imprinted during the three pulse sequence |fT9l . Using Eq. ([T]i, we calculate 
the total phase noise contribution of the laser system to the interferometer per shot to be = 
140 mrad. 

In order to determine the total phase noise contribution experimentally, we measure atomic 
interference fringes while changing the phase difference of the two lasers stepwise for each 
cycle. This can be performed by sweeping the phase offset of the DDS before applying the 
third beam splitting pulse (see inset of Fig.|4]i. The resulting interferometer fringes are shown 
in Fig. m In these measurements, the time between two beam splitting pulses is T = 0.5 ms, 
and the length of the TT-pulse is T = 1 1 /xs. From the fringe pattern we infer a contrast of 35% 
as well as a signal-to-noise ratio of 7 by analyzing the amplitude noise on the pattern's edges 
which leads to a total phase noise of 144 ± 8 mrad. A part of this noise is due to vibrational and 
detection noise in the atom interferometer. We can derive an upper limit for these noise con- 
tributions by analyzing a measurement, which has been performed with the same experimental 
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Fig. 4. Interference fringes of the described atom interferometer configuration. The inset 
illustrates the three pulse sequence and the resulting atomic trajectories. To observe the 
fringes, the phase difference between the two phase-locked lasers is scanned before the last 
interferometry pulse. 



parameters, but with a low noise laser system. The total phase noise in this measurement is 
24 mrad. Combining this value with the noise derived from the sensitivity function formalism, 
we obtain 142 mrad as the total phase noise value, which agrees well with the measurement. 

Indeed, the phase noise of the presented laser system is bigger then in other phase-locked 
diode laser systems such as in ||7|. We attribute this to the spectral properties of the tapered 
amplifier diode. Since its full width half maximum linewidth is 26 nm and thus about 4 orders 
of magnitude broader than the linewidth of a common laser diode, the demand for the optical 
feedback and the electronic feedback loop is much higher in the case of a TL than in a common 
ECDL system. The spectral noise floor of a free running TL which can be inferred from a beat 
measurement is at about -40 dBc and has to be compared to a spectral noise floor of -60 to 
-70 dBc in the case of a common ECDL system flSl . 

There are different solutions to improve the performance of the laser system regarding the 
phase noise. For this, the white phase noise can be reduced by increasing the frequency selec- 
tivity of the resonator. This can be achieved, either by expanding the resonator length, or via 
an increase of the reflectivity of the tapered amplifier's front facet in combination with the im- 
plementation of reverse bias absorber sections. Furthermore, the noise floor can be reduced by 
coupling light into a cavity and providing additional optical feedback to the tapered laser 1201 . 
Apart from this, the use of an improved current source can further diminish the white noise of 
the tapered lasers. The sources, which are used for the measurements presented here, provide a 
DC current of up to 2 A and a rms noise of 15 jiA. 

4. Conclusion 

In this work, we reported on the first phase-locking of two self-seeded tapered amplifier lasers 
using an interference filter for frequency selection. Providing a single-mode optical output 
power of up to 300 mW each, the two tapered lasers have a free running Lorentzian Hnewidth 
of less than 200 kHz. The single-mode optical output power of the laser system can, in prin- 
ciple, be increased up to 1 W per laser by adding reverse bas absorber sections to the TA chip 
in order to suppress spatial multi-mode operation. The phase-locked loop, realized for more 
than 200 mW optical power per laser, provides a servo bandwidth of 3 MHz and a total phase 
noise of 907 mrad in the frequency range from 2 Hz to 10 MHz. Employing this phase-locked 
laser system for Raman beam splitting in our atom interferometer, we find a total interferometer 
phase noise of 144 ± 8 mrad. By weighting the in-loop power spectral density of the phase noise 
with the sensitivity function of the atom interferometer, we calculate a phase noise contribution 
of the laser system to the atom interferometer phase noise of 140 mrad. Deducing an upper 
limit for other noise sources in the atom interferometer, we find a good agreement of the laser 
system's phase noise contribution with the calculated value. 

The laser system represents an attractive source of Raman beam-splitter light fields for ap- 
plications such as in ||2T1 . Here, the influence of the laser phase noise is strongly suppressed. 
Furthermore, a reduction of the phase noise of the laser system can be achieved by exploiting 
the improvements described in section[3]for making it more suitable for state-of-the-art Raman 
type atom interferometers. 

Considering its compactness, our laser system is particularly attractive for atom interferom- 
eter experiments, in which compactness is an important issue. These are, for example, trans- 
portable sensors, airborne devices, or experiments in microgravity environments. In this way, 
our work opens up new vistas for the miniaturization of laser sources for coherent beam split- 
ting for atom interferometers. Further progress in this can be achieved by implementing the 
presented external cavity design comprising an interference filter for frequency selection on a 
micro-optical bench 1221 . 
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